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A  pulsed  source  time  resolved  phosphorimeter  has  been 
described  and  its  use  for  qualitative  and  quantitative 
phosphorescence  analysis  of  drugs  in  single  and  multicoiaponent 
mixtures  has  been  demonstrated.   This  system  offers  the 
advantages  that  both  qualitative  identification  and 
quantitative  determinations  nay  be  performed  on  certain 
compounds  without  prior  physical  separation  by  use  of 
spectral  and  temporal  resolution  under  various  environmental 
conditions, 

A  Xenon  flashlsjnp,  which  provides  high  spectral 
irradiance  in  the  region  most  phosphors  absorb,  was 
utilized  as  the  excitation  source  in  the  experimental 
system,   A  monochromator  was  used  to  spectrcilly  isolate 
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the  components  of  interest,  and  a  signal  averager  was  used 
to  monitor  the  decay  of  phosphorescence  intensity  as  a 
function  of  tine.   Based  on  differences  in  phosphorescence 
lifetimes,  the  graphicail  separation  of  components  was 
accomplished  by  a  semilogarithmic  plot  of  phosphorescence 
intensity  versus  time.   Quantitation  was  achieved  via 
the  proportional  relationship  "between  the  initial  phosphores- 
cence intensity  and  the  concentration  of  the  species  in 
solution.   Qualitative  identification  was  accomplished  by 
the  changes  in  the  characteristic  phosphorescence  lifetimes 
with  changes  in  environmental  conditions. 
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CHAPTER  I 
INTRODUCTION 

Phosphorescence  is  a  luminescence  process  wherebj 
light  is  emitted  by  a  molecule  following  the  absorption  of 
radiation  of  higher  energy.   It  was  first  discussed  by 
Jablonski  in  1935  [1].   The  qualitative  possibilities  of 
phosphorescence  were  suggested  by  Lewis  and  Kasha  in  13^^^ 
with  considerable  theoretical  discussion  [2],  and  Keics, 
Britt  and  Ventworth  evaluated  phosphorescence  as  a  quanti- 
tative tool  for  chemical  analysis  in  1957  C3].   They  showed 
that  a  binary  mixture  of  structurally  similar  compounds 
could  be  resolved  by  judicious  selection  of  excitation  and 
emission  wavelengths  and  by  choice  of  the  delay  before  the 
observation  time  after  termination  of  the  exciting  radiation. 
This  was  the  first  use  of  temporal  resolution  for  chemical 
analysis  by  phosphor ime try. 

Time  resolution  in  phosphor ime try  utilizes  the  dif- 
ference in  molecular  lifetimes  Just  as  spectral  resolution 
utilizes  the  differences  in  excitation  and  emission  wave- 
lengths.  Phosphorescence  lifetimes,  for  a  given  set  of 
environmental  conditions,  are  a  unique  characteristic  of  a 
molecule,  along  with  the  excitation  and  emission  spectra. 


Should  the  spectral  information  of  tv;o  (or  more)  molecules 
be  so  similar  that  delineation  of  components  is  impossible 
by  spectral  means,  the  molecules  may  be  phosphorimetrically 
resolved  temporally,  if  their  phosphorescence  lifetimes 
differ  sufficiently. 

Because  most  molecules  generally  absorb  between  250 
and  '^OO  nm  and  emit  between  350  and  500  nm,  conventional 
phosphor imetry,  in  which  only  excitation  and  emission 
spectral  resolution  is  utilised,  is  at  best  a  rather 
non-selective  method  of  analysis,   Hov;ever,  the  phosphores- 
cence lifetime.^  of  molecules  can  differ  greatly  and  the 
influence  of  various  solvents,  particularly  those  containing 
heavy  atoms,  such  as  iodide,  upon  the  measured  phosphores- 
cence lifetimes  caji  be  even  more  striking.   Therefore 
time  resolved  phosphor imetry  should  be  a  powerful  tool 
possessing  all  of  the  sensitivity  advsaitages  of  conventional 
phosphorimetry  as  well  as  the  selectivity  advantages  due  to 
time  resolved.   Fitzgerald  and  Vinefordner  [^]  have  shovna  by 
information  theory  how  time  resolution  plus  spectral  reso- 
lution can  provide  up  to  ^50  times  the  analytical  information 
provided  by  conventional  phosphorimetry  alone. 

The  initial  time  resolution  studies  made  use  of  a 
spectral  continuum  source  with  a  mechanical  shutter  for 
tei*mination  of  exciting  radiation.   Keirs  et_al.  [3]  used  a 
mechanical  phosphorescope  which  included  a  continuous  light 


source  and  a  nodified  Becquerel  type  rotating  disk, 
St.  John  and  V/inefordner  [51  later  used  an  Amine o-Bovman 
spectrophotofluoroiaeter  fitted  v;ith  a  manual  guillotine 
shutter  and  a  dc  readout  coupled  v;ith  a  logarithmic  con- 
verter to  time  resolve  mixtures  of  slow  decaying  phosphors 
(of  the  order  of  seconds).   Hollifield  and  Vinefordner  [6] 
described  a  single  disk  mechanical  phosphoroscope  v:hich 
measured  phosphorescence  intensity  at  several  intervals 
along  the  emission  decay  curve. 

The  continuiim  source,  mechanical  shutter  phosphoro- 
scopic  instruments,  hov;ever,  have  certain  limitations  that 
can  be  overcome  by  means  of  a  pulsed  source  gated  detector 
system.   The  shutter  transit  time,  and  excitation  and  emission 
viewing  times  are  inflexibly  linked  in  the  former,  and 
limited  by  mechanical  considerations  (see  [?]).   Winefordner 
[8]  was  first  to  suggest  the  advantages  of  pulsed  source 
gated  detector  instrumentation  for  time  resolved  phos- 
phorimetry  of  fast  phosphors  (of  the  order  of  milliseconds) 
in  1969,  and  O'Haver  and  Winefordner  [7,9],  had  already  put 
continuous  (CW)  and  pulsed  source  phosphorimetry  on  a  sound 
theoretical  basis.   Fisher  and  Winefordner  [10]  recently 
compared  conventional  phosphorimeters  to  a  unique  pulsed 
source  system  and  demonstrated  the  advantages  of  the 
instrument  for  the  tine  resolution  of  selected  phosphors. 
Plash  lamps  have  a  greater  spectral  radiance  in  the  region 


where  most  phosphors  absorb,  which  could  lead  to  greater 
sensitivities  for  certain  phosphors,  especially  the  fast 
decaying  species.   Also,  with  portions  of  the  excitation 
and  observation  cycle  independently  variable,  selectivity 
is  greatly  increased. 

O'Donnell,  Karbaugh,  Fisher  and  Vinefordner  [11] 
used  a  modified  version  of  this  instrument  to  demonstrate 
the  utility  of  time  resolved  phosphorimetry  for  the  analysis 
of  synthetic  mixtures  of  halogenated  biphenyls.   Since  this 
time,  hov;ever,  no  other  applications  of  pulsed  source  tine 
resolved  phosphorimetry  have  been  shown. 

The  use  of  drugs,  both  legitimate  and  illicit,  in 
our  time  is  extremely  v;idespread  and  analysis  of  pure  drugs 
and  of  drug  levels  in  human  fluids  is  an  important  part  of 
the  effective  use  and/or  control  of  pharmaceuticals.   Be- 
cause conventional  phosphorimetry  has  already  proven  to  be 
a  ^sensitive  analytical  method  for  drugs  which  phosphoresce 
[12-15],  the  application  of  time  resolved  phosphorimetry  to 
drug  analysis  should  greatly  extend  the  usefulness  of 
phosphorimetric  drug  assay. 

The  purpose  of  this  research  is  to  shov/  the 
versatility  of  a  pulsed  source,  gated  detector  time  resolved 
phosphorimeter  as  applied  to  the  analysis  of  selected  drugs 
in  synthetic  mixtures.   The  advantages  and  limitations  are 


illustrated  as  well  as  the  quantitative  and  qualitative 
possibilities.   The  feasibility  of  drug  analysis  in  real 
samples  is  demonstrated. 


CHAPTES  II 
PHOSPHORESCKTCE  THEORY  AND  IffiASUESME>TT 

Phosphorescence  Theory 

Absorption  of  radiation  by  an  unsaturated  organic 
molecule  promotes  an  outer  electron  from  the  lowest  vi- 
brational level  of  the  ground  state,  where  it  normally 
exists  at  room  temperatures  or  below,  to  one  of  a  number 
of  higher  energy  levels,  depending  on  the  energy  of  the 
absorbed  light.   The  molecule  will  eventually  regain  its 
ground  .state  configuration  by  giving  up  this  energy  to 
the  environment  via  a  combination  of  various  deactivation 
steps,  which  are  illustrated  by  a  modified  Jablonski 
diagram  in  Figure  1.   The  excited  electron  \i±ll   first  re- 
turn to  the  lov/est  excited  singlet  level  via  vibrational 
relaxation,  internal  conversion,  and  tunneling  (for  a  de- 
tailed discussion  of  these  processes,  see  [1?]).   Prom  the 
excited  singlet  state,  the  molecule  may  return  to  the  ground 
state  by  internal  conversion,  whereby  the  molecule  loses 
its  energy  to  the  environment  by  nonradiative  means.   In 
molecules  v;ith  a  large  number  of  vibrational  modes  in  the 
ground  state,  as  vxith  aliphatic  compounds,  this  process  is 
favored.   Aromatic  molecules,  having  rigid  ring  structures. 
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Fig.  1. -Modified  Jablonski  diagram  shov/ing  the  possible 
transit-ions  in  the  excitation  and  relsLxation  of 
an  organic  molecule. 


Transition 

A  =  Absorption 

V  =  Vibrational  relaxation 

C  =  Internal  conversion 

F  =  Fluorescence 

S  =  Intersystem  crossing 

P  =  Phosphorescence 


Tiae  of  transition,  seconds 


10 


10 


10 


-12 
-13 


10 


-8 


10 


-7 


10 


-■? 


10 


-  10 


-9 


8 

generally  have  an  energy  gap  that  precludes  internal  con- 
version and  tunneling,  and  so  luminescence  "becomes  possihle. 
The  molecule  will  fluoresce  if  a  quantum  of  light  is  emitted 
as  the  molecule  drops  to  the  ground  state  energy  level. 
This  process  is  easily  observed  at  room  temperature. 

Alternatively,  the  electron  in  the  excited  singlet 
state  may  undergo  a  change  in  spin  and  occupy  an  excited 
triplet  state.   This  transition,  called  intersystem  crossing, 
is  forbidden  classically  but  allowable  quantum  mechanically 
via  spin-orbit  coupling,  which  results  in  mixing  of  the 
spin  and  orbital  moments,  so  that  the  process  has  a  finite, 
though  small  probability.   Spin  orbit  coupling  is  enhanced 
by  the  presence  of  heavy  atoms  and  paramagnetic  ions,  al- 
though these  axe   not  a  prerequisite  for  the  phenomenon. 

Once  in  the  triplet  state,  the  molecule  may  again 
relax  to  the  ground  state  configuration  by  internal  con- 
version, intersystem  crossing  back  to  the  excited  singlet 
state  with  subsequent  fluorescence  (delayed  fluorescence), 
or  it  may  phosphoresce  by  emitting  a  quantum  of  light  of 
lower  energy  than  would  be  emitted  via  fluorescence. 

The  absorption  of  light  energy  and  the  return  of  the 
electron  to  the  first  excited  singlet  state  via  vibrational 
relaxation  and  internal  conversion  is  much  faster  than  the 
subsequent  transitions.   Intersystem  crossing  and  fluores- 
cence have  comparable  rate  constants  and  their  transition 
times  are  therefore  about  the  same.   Once  the  triplet  state 


is  populated,  tliouch,  reverse  intersystem  crossing  is 
favored  over  phospiiorescence  at  room  temperatures  in  low 
viscosity  liquids,  and  so  liiminescence  from  the  triplet 
state  is  rarely  observed  under  these  conditions.   At  low 
temperatures,  however,  and  in  rigid  media,  the  molecule  can 
maintain  the  triplet  state  configuration  long  enough  for 
phosphorescence  to  occur  because  collisional  and  vibrational 
processes,  which  contribute  heavily  to  the  conversion  back 
to  either  the  excited  or  ground  singlet  states,  are  at  a 
minimum. 

Phosphorescence  Lifetinp.es 

As  noted  above,  phosphorescence  is  in  competition 
with  internal  conversion  and  reverse  intersystem  crossing 
for  depopulation  of  the  triplet  state.   Letting  T  represent 
the  number  of  molecules  in  the  triplet  state  configuration, 
then  the  rate  of  loss  of  this  species  with  time  is 

-  ~  =  k  T  +  k.  T  +  k.^T  =  k  T  +  YT  k.T   ,       (1) 
dt    p     ic     ts     P     j;*   1 

where  t  is  time  and  k  ,  k.  ,  and  k,   are  the  rate  constants 

p'   ic'      ts 

for  phosphorescence,  internal  conversion  between  the  triplet 
and  ground  states,  and  intersystem  crossing  from  the  triplet 
state  back  to  the  first  excited  state,  respectively.   The 
rate  constants  for  all  possible  deactivation  steps  determine 
the  mean  observable  phosphorescence  lifetime  in  the  following 
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way, 

'^P  =  ^  ,%.,  (2) 

In  the  absence  of  conpeting  nonj'adiative  processes  for  de- 
activation of  the  triplet  state,  Equation  2  reduces  to 

^P  =  ir        ,  (3) 

which  is  the  inherent  (natural)  mean  radiative  lifetime,  a 
theoretical  quantity  independent  of  environmental  para- 
meters.  Unlike  the  inherent  mean  lifetime,  the  mean 
observable  liffccime.  is  dependent  upon  temperature,  matrix, 
and  impurities  that  may  be  present  in  the  sample  or  solu- 
tion.  These  effects  can  be  at  least  partially  controlled 
to  optimize  analytical  conditions. 

The  mean  observable  phosphorescence  lifetime  (here- 
after referred  to  as  the  lifetime  or  phosphorescence  life- 
time) may  vary  with  environmental  temperatures  above  200°  K, 
but  will  do  so  negligibly  at  lower  temperatures  (for  example, 
see  [18]).   A  change  in  lifetime  v;ith  temperature  is  not 
easily  utilized  analytically  because  it  is  difficult  to 
regulate  temperatures  in  the  low  range,  and  the  amount  of 
change  may  not  be  significant.   The  liquid  nitrogen  used  to 
maintain  a  temperature  of  77°  K  for  phosphorimetric  analysis 
eliminates  the  variation  in  lifetime  v/ith  temperature  as 
well  as  maintaining  a  rigid  matrix  to  reduce  collisional  de- 
activation of  the  triplet  state. 
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Phosphorescence  spectra  tend  to  exhibit  much  less  depen- 
dence on  the  dipole  nocent  and  hydrogen  bonding  properties  of 
the  solvent  than  do  fluorescence  spectra  [l9] .   The  observable 
lifetirr.es,  however,  can  and  do  change  considerably  with  a 
change  in  solvent  characteristics  [ll,  20-2^] ,  due  to  the 
effects  which  the  solvent  iray  have  on  the  nonradiative  rate 
constants. 

Heavy  atocs  will  increase  the  spin-orbit  coupling 

coefficient  of  the  wave  function,  thereby  increasing  the 

probability  of  singlet-triplet  intersyste.T;  crossing.   Thus, 

solvents  containing  a  heavy  atom  will  cause  an  increase  in 

YI  Ic^  ,  and,  accordingly,  a  decrease  inf.   (These  pertur- 

i  P 

bations  often  remove  the  exponentiality  of  the  decay,  however, 

so  care  crust  be  taken  that  the  nonexponential  character 

will  not  interfere  [25,26]). 

An  increase  in  the  polarity  of  the  solvent  can 

decrease  the  energy  separation  between  the  excited  triplet 

or  singlet  state  and  the  ground  state  when  the  r.olecule  is 

more  polar  in  the  excited  state  than  in  the  ground  state. 

If  this  occurs,  internal  conversion  becones  rr.ore  probable, 

Yl    k.  increases,  and  T,,  again  decreases.  In  general,  then, 

i   ^  P 

longer  phosphorescence  lifetimes  are  observed  in  nonpolar 

solvents.   Changes  in  solvent  polarity  will  have  a  larger 
effect  on  n^TT*  transitions  (carbonyl  type)  than  onTT-*TT* 
transitions  (aromatic  ring  type),  because  the  carbonyl  group 
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is  core  polar  itself,  and  thus  core  susceptible  to  polar 
interactions. 

The  ring  structure  and  molecular  substituents  will 
also  affect  the  lifetime  observed,  but  the  degree  and  di- 
rection of  change  depends  to  a  great  extent  on  the  primary 
molecular  system  itself.  Generally,  an  increase  in  the  size 
of  the  TT  system  will  result  in  a  red  shift  in  the  spectrum 

and  a  decrease  in  'Y  .   Electron  donating  substituents  also 

ip  o 

tend  to  cause  a  red  shift,  but  the  direction  of  the  change 
in  phosphorescence  lifetime  depends  on  the  position  of  the 
substituent  [23,27]. 

The  above,  staterr.ents  apply  generally  to  the  factors 
influencing  lifetimes.   In  addition  to  the  above  general 
considerations,  other  environmental  conditions  Kay  also 
affect  the  phosphorescence  lifetimes  which  are  observed. 

Pulsed  Source  Phosphorescence  I'easurer.ent 

The  observed  phosphorescence  intensity  for  a  phosphor, 
as  a  function  of  tice  after  termination  of  the  exciting 
radiation,  is  an  exponential  decay  of  the  form 

^t  =  ^o  ^^P  ^-  ^)   ,  (^) 

where  I^  is  the  phosphorescence  intensity  at  any  time  t, 
I^  is  the  initial  phosphorescence  intensity  (at  t  ::=  0), 
and  T   is  the  phosphorescence  lifetime.   In  £  .nixture  of 
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phosphors,  the  total  phosphorescence  intensity,  l-j-T'  -^^ 
given  by 

^tT  =  ^tA  -^  ^tB  '  <^5) 

where  the  subscripts  A  and  3  refer  to  the  different 
components.   For  a  multicomponent  mixture  of  independently 
absorbing  and  emitting  phosphorescent  species, 


ItT  =  ^  ^ti  ^^  ^-  ^^  •  ^^) 


_fc 

i     "  ri 


Time  resolved  phosphorimetry  is  based  on  Equation  6,  and 
is  a  means  of  separating  the  total  intensity  into  its 
individual  components. 

In  order  to  accomplish  quantitative  analysis  by  time 
resolution  (measurement  of  phosphorescence  signal  as  a 
function  of  time),  a  strict  relationship  must  exist  between 
the  radiant  flux  observed,  P  ,  and  the  concentration  of  a 
given  phosphor  in  a  single  or  multicomponent  sample.   The 
radiant  phosphorescence  flux  emitted,  P  ,  is  related  to  the 
radiant  flux  absorbed,  P  -u-i  by 

where  0  is  the  ratio  of  radiant  flux  emitted  to  radiant 
flux  absorbed.   It  is  assumed  in  Equation  7  that  there  is 
no  pre-filter  or  post-filter  effects  and  that  only  the 
analyte  absorbs  and  emits. 


1^ 

The  radiant  flux  absorbed  is  given  by 

P,   =?  -P.  =?  (1-  exo  (-2.3  abc))  ,    (8) 
abs    o    t    o   ^  -    ^  ■^^'    ^^ 

where  P  is  the  radiant  flux  (either  C^J  or  pulsed  source; 

however,  for  the  latter  case,  P^  is  the  average  radiant 

flux)  incident  upon  the  absorbing  sample,  P,  is  the  radiant 

flux  transmitted,  a  is  the  molar  absorption  (extinction) 

coefficient  of  the  absorber,  b  is  the  absorption  path  length 

(assuming  a  rectangular  cell),  and  c  is  the  concentration 

of  the  analyte,  in  moles  per  liter.   If  (2,5  abc)  is  less 

than  0.01,  as  is  the  case  for  dilute  solutions  of  the 

analyte,  then 

^abs  =  ^o  ^2.3  abc)  ,  (9) 

and, 

Pp  =  Pq  (2.5  abc)0p  .  (10) 

Thus  a  linear  relationship  does  exist  between  the  concentra- 
tion of  the  phosphorescent  species  and  the  radiant  flux 
emitted  as  phosphorescence  as  long  as  the  above  assumptions 
are  true  and  as  long  as  the  analyte  is  dilute.   Also,  it  is 
necessary  to  assume  a  steady  state  condition  of  excitation 
and  emission. 

In  time  resolved  phosphorimetry,  phosphorescence 
intensity  is  measured  at  various  delay  times.   Because  P 
decreases  with  time  after  termination  of  the  exciting  pulse, 
P  v;ill  also  decrease  vrith  time,  and  so  the  slooe  of  an 
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analytical  curve  v;ill  decrease  with  increasing  delay  times. 
This  fact  is  used  to  advantage  in  the  multiple  analytical 
curve  method  of  time  resolved  phosphorimetry  [55]. 

O'Haver  and  Vinefordner  [?]  derived  equations  which 
relate  the  operating  parameters  for  a  rotating  can 
phosphoroscope  to  the  observed  signal;  these  authors  later 
extended  their  considerations  to  the  pulsed  source  gated 
detector  system  [9].   They  reported  that  the  integrated 
luminescence  intensity,  P  ,  measured  with  a  gated  detector 
for  a  single  cycle  is  given  by 

[exp(-  ^)][l-exp(-  ^)][l-e:q)(-  ^)  ] 

Pp  =  lo ,   (11) 

[l-exp(-  ^)] 

where  I^  is  the  initial  phosphorescence  intensity,  t,  is 
the  delay  tine  between  excitation  and  observation,  t  is 
the  observation  (measurement)  time,  and  q-'  is  the  phosphores- 
cence lifetime.   Because  the  duration  of  the  flash  is  small 
compared  to  the  lifetime  of  the  phosphor  (t^  is  microseconds 
compared  to  T' in  milliseconds  or  seconds).  Equation  11 
reduces  to 

[exp(-  -^)][i-e:<p(-  ^)] 

Pp  =  lo  tf   ^ .     (12) 

[l-exp(-  ^):i 
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This  equation  can  be  simplified  further  if  the  observation 

time,  t  ,  and  therefore  the  total  cycle  time  (t«  +  t^  + 

t_  +  t  )  is  much  larger  than  T .   Therefore, 
pa  o        1  1 

exp(-  -^) 
V     =  l^  t.  t^  ^—         ,         (15) 

pofp       /]-  '  \    ^y 

which  describes  the  phosphorescent  species  measured  by  the 
instrumental  system  described  in  this  work. 

Some  of  the  advantages  of  the  pulsed  source  system 
are  apparent  from  an  examination  of  these  equations.   It  is 
possible  to  achieve  the  enhancement  of  the  signal  of  one 
phosphor  over  that  of  another  with  a  different  lifetime  by 
the  adjustment  of  the  parameters  t - ,  t  ,  and  t   [171. 

This  exemplifies  a  major  adveoitage  of  a  pulsed  source 
system  over  a  mechanical  rotating  disk  or  can  arrangement, 
because  these  parameters  are  not  individually  adjustable  in 
the  latter.   Figure  2  is  a  plot  of  the  relative  response 
(P  /I  )  versus  lifetimes  calculated  with  Equation  13  and 
with  typical  parameter  values,  as  stated  in  the  legend. 
Curve  A  illustrates  the  increased  sensitivity  pulsed  source 
phosphorimetry  offers  for  fast  phosphors  in  the  presence  of 
long-lived  species.   On  the  other  hand,  curve  B  of  Figiire  2 
shows  how  the  influence  of  a  short-lived  species  can  be 
eliminated  by  proper  choice  of  a  delay  time.   This  is  one 
of  the  techniques  that  adds  to  the  versatility  of  time  re- 
solved phosphorimetry. 
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Phosphorescence  lifetime  (seconds) 

Fig.  2, -Plot  of  relative  response  (P-n/ln^  versus 
phosphorescence  lifetime, T» 
according  to  Equation  15. 


The  parameters  used  to  calculate  the  curves  are: 
Curve  A:   t^  =  1.2x10"^  s,  t  =  10  s ,  t^  =  3.2x10"^  s, 


'f 
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Curve  B:   t^  =  1.2x10'"^  s,  t   =  10  s ,  t^  =  1.0x10"^  s, 


CHAPTEH  III 
EXPERIMEITTAL  SYSTSI'I  AiTD  PROCEDURE 

InstrTjuaentation 

Pulsed  source  spectroscopy  is  not  a  recent  develop- 
ment.  Physical  chemists  have  been  using  this  technique  to 
study  fluorescence  and  phosphorescence  decay  characteristics 
since  Backstron  and  Sandros  first  used  such  a  system  in 
1958  [28],   Many  workers  since  that  time  have  improved  upon 
the  technique  (for  example  [29-31]);  most  workers  have 
utilized  gated  phot omul "cipliers,   Vinefordner  [8]  suggested 
the  advantages  of  using  this  technique  for  phosphorimetric 
analysis,  and  Fisher  and  Winefordner  [10]  built;  a  time  re- 
solved pulsed  source  gated  detector  phosphorimeter  and 
compared  it  to  conventional  phosphorimetry,   A  time  resolved 
phosphorimeter  utilizing  a  pulsed  source  has  also  been 
described  by  Hamilton  and  Nagvi  [32],   Hattori  and  Kato  [33] 
have  reported  time  resolution  studies  using  a  continuum 
source  with  a  rotating  disk  to  effect  time  variation  of 
pulsed  irradiation  of  the  sample.   Mathiasch  [3^]  also  used 
a  continuum  source  but  with  a  time  averaging  computer  to 
measure  lifetimes  of  weak  phosphors. 

18 


19 

The  system  developed  by  Fisher  and  Vinefordner  [10] 
has  been  modified  for  this  work.   For  completeness,  a  full 
description  of  the  experimental  set-up  will  be  given.   A 
block  diagram  of  the  entire  system  is  shown  in  Figure  3. 
The  components  represented  by  dashed  lines  are  options 
available  but  were  not  used  for  this  study.   These  compo- 
nents could  be  used  for  a  routine  analysis  to  reduce  costs, 
for  example,  the  use  of  emission  filters  in  place  of  a 
monochromator,  or  to  facilitate  data  handling,  as  v;ith  the 
use  of  a  log  converter  or  computer. 

A  Xenon  Novatron  599  flashtube  (Xenon  Corporation)  is 
used  as  the  source,  and  is  more  intense  than  the  flashtube 
previously  used  C35J.   The  specifications  and  recommended 
operating  conditions  are  listed  in  Table  1.   (Flashtube 
theory  is  briefly  outlined  in  Appendix  I  and  discussed  more 
fully  in  [36].)   The  voltage  necessary  for  the  triggering 
pulse,  as  v;ell  as  for  the  discharge  in  the  lamp,  is  supplied 
by  a  Model  ^57  Micropulser  pov;er  supply  (Xenon  Corporation). 
For  this  work,  8  kV  v/as  applied  across  the  lamp.   This  is 
enough  above  the  lamp  threshold  voltage  to  provide  repro- 
ducibility and  good  spectral  radiance,  but  is  below  the 
maximum  value  allowable  in  order  to  prolong  the  lamp  life. 

The  flashtube  is  mounted  in  a  plexiglass  housing, 
which  is  illustrated  in  Figure  4-.   The  housing  in  turn 
rests  on  a  steel  mount  designed  so  that  its  distance  from 


KEY  TO  FIGUxffi   3 

CoEiponent 

Designation  Component 

■  III  II  ■•^^■. -■■■——.  ■-■■  - 

A         Xenon  Model  ^57  Nicropulser  (Xenon  Corp., 
Medford,  Mass.) 

B         Xenon  Novatron  599  Flashtube  (Xenon  Corp.) 

C         Modified  Aminco  SPF  sample  compartment 

(American  Instrument  Co. ,  Silver  Spring, 
Md.) 

D         Heath  Company  Slj-700  scanning  monochromator 
(Heath  Co.,  Benton  Harbor,  Michigan) 

E         RCA  IP28A  photomultinlier  tube  in  a  Heath 
EU-701-30  Photomultiplier  Module 

P         Keithley  2^^  High  Voltage  Pov:er  Supply 

(Keithley  Instruments,  Cleveland," Ohio) 

G         Load  box  (see  text) 

H         Tektronix  26A2  Differential  Amplifier  with 
2601  Mainframe  Power  Supply  (Tektronix, 
Inc.,  3eavorton,  Oregon) 

I         Biomac  1000  Signal  Averager  (Data  Labora- 
tories, Ltd.,  Mitcham,  Surrey,  England) 

J  Sargent  Model  SR  strip  chart  recorder 

(S.H.  Sargent  and  Co.,  Birmingham,  Alabama) 

K  Impedance  matching  device  (see  te:<:t) 

L  Log  converter 

M  Paper  tape  punch 

K  Computer 

0  Filter 

P  Multiplier  phototube  with  power  supply 
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Fig.  3* -Block  diagram  of  the  instrumental  components  Oj 
pulsed  source  phosphorimeter. 
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TABLE  1 

SPECIFICATIONS  A2TD  OPERATIITG  COI-IDITIOITS  FOR  THE  FLASHTU3E 

EXCITATION  SOURCE 


Xenon  Novatron  599  Flash! amp 
(Xenon  Corp.,  Medford,  Hass.) 

Arc  length.  5.8  cm 

Maximum  energy  per  pulse  5   J 

Repetition  rate  0-60  Hz 

Rise  rime  500  ns 

Pulse  width  1.2  us 

Average  maximum  v^atts  300  V  (at  50  Hz) 

Peak  power  5  x  lO"^  W 

Life  5  X  10  pulses 


( 


( 


D 


CT 


B 


23 


A=  side  view 

B=  back  view 

C=  top  view 

D=  flashlamp 

E=  J^"  plexiglass 

F=  stainless  steel  base 

G=  banana  lead  socket 

H=  clip 


O 


H 
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Fig.  4.  Diagram  of  the  Xenon  flashlamp  plexiglass 
housing. 
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tlie  sample  compartnent  can  be  adjusted.   A  quartz  lens  2  in. 
in  diameter  and  v;ith  a  ^  cm  focal  length  is  placed  betv/een 
the  lamp  and  sample  cell  to  focus  the  lamp  discharge  image 
on  the  sample  to  obtain  ma:cimum  irradiance. 

The  flash  repetition  rate  is  controlled  by  a  signal 
from  the  signal  averager  (discussed  later)  and  was  in  no 
case  greater  than  0.5  Hz.   This  allowed  sufficient  recovery 
time  for  the  lamp  between  flashes  to  insure  greater  repro- 
ducibility, avoid  spurious  discharges,  and  prolong  lamp  life. 

The  output  of  a  used  (but  not  exhausted)  flashtube 
is  shown  in  Figure  5.  To  obtain  the  spectrum,  the  lamp  was 
fired  repeatedly  while  the  monochromator  was  scanned  across 
the  wavelength  range.  The  source  spectrum  is  not  corrected 
for  photomultiplier  response,  vrhich  falls  off  below  300  nn. 
Also,  a  Corning  75^  UV  filler  is  in  place  between  the  flash- 
tube  and  the  sample  compartment  to  reduce  stray  light  above 
400  nm. 

The  quartz  sample  tube  (25  cm  x  3  lom  i.d.)  is  placed 
in  a  modified  Aminco  SP?  sample  compartment  (American 
Instrument  Co.)  which  is  fitted  to  a  Heath  Company  SU-700 
scanning  monochromator  by  means  of  an  adapter  plate.   The 
compartment  holds  a  quartz  dewar  flask  (American  Instrument 
Co.),  and  the  sample  tube  is  held  in  position  by  the  modi- 
fied Varian  spinner  assembly  described  by  Lukasiewicz, 
Rozynes,  Sanders  and  Winefordner  [37].   The  sample,  how- 
ever, v/as  not  rotated. 
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The   scanning  monoctiroinator  is   a  single-pass   f/6.8 
Czerny-Turner  unit,   v/ith  reciprocal   linear  dispersion  of 

o 

about  20  A/mia  which  will  cover  the  region  from  190-700  nm 
v/ith  an  IP28A  multiplier  phototube.   Resolving  power  is 
about  0.1  nm.  Light  through  the  monochromator  is  detected 
by  an  RCA  IP28A  multiplier  phototube  housed  in  a  suitable 
light-tight  compartment  (SU-701-30  Photonultiplier  Module, 
Heath  Co.).   A  high  voltage  pov/er  supply  (Model  2^■^■, 
Eeithley  Instruments)  provides  800  volts  to  the  phototube. 

Because  the  differential  amplifier  (Model  26A2, 
Tektronix,  Inc.)  required  a  vol-cage  input,  a  load  box  with 
variable  load  resistors  was  used  to  develop  a  voltage  from 
the  anode  current  of  the  multiplier  phototube.   This  voltage 
was  then  amplified  by  the  differential  amplifier  (which  is 
powered  by  the  Tektronix  2601  mainframe  poiver  supply);  the 
resulting  volrage  is  detected  by  a  signal  averager.   Care 
must  be  taken  that  the  load  resistor  used  is  not  so  large 
that  it  will  increase  the  instrumental  time  constant  enough 
to  distort  the  phosphorescence  decay  signal.   Because  the 
measuring  system  contains  stray  capacitance,  C,  to  ground 
as  v;ell  as  the  load  resistance,  R,  the  measured  voltage 
will  decay  exponentially  with  a  time  constant  of 

t  =  R  C  (14) 

where  t  is  in  s,  R  is  injXi  s^^d  C  in  ?,   This  time  constant 
should  be  an  order  of  magnitude  smaller  than  the  shortest 
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phosphorescence  lifetime  measured  in  order  to  minimize  dis- 
tortion of  the  measured  decaying  signal.   (The  measured 
lifetime  would  be  longer  th?ji  the  phosphorescence  lifetime 
if  the  effect  of  the  time  constant  of  the  measurement  device 
is  significant.) 

The  signal  averager  (Biomac  1000,  Data  Laboratories, 
Ltd.)  has  many  modes  of  operation  [58];  hov/ever,  only 
signal  averaging  v:as  necessary  in  this  v/ork.   The  delay 
time  between  termination  of  the  excitation  flash  and  obser- 
vation of  the  phosphorescence  decay,  the  time  of  observation 
(the  sweep  time"),  and  the  delay  time  between  observation 
of  the  phosphorescence  and  the  initiation  of  the  next  flash 
are  variable:   0,52  ms  to  5.12  s  for  the  delay  before;  5  nis 
to  81.92  s  for  the  sv;eep  tine,  and  W   ms  to  655.^  s  for  the 
delay  after,  all  in  increments  of  two.   (The  delay  after 
observation  may  also  be  zero.)   In  addition,  the  number  of 
sweeps  to  be  averaged  is  variable  from  1  to  16,58^,  in 
increments  of  tv/o;  a  "counts  per  address"  control  allowed 
scale  adjustment  for  the  oscilloscope  display  (and  thus 
for  the  output). 

Output  from  the  signal  averager  is  recorded  by  a 
potentiometric  recorder  (Model  SR,  E.  K.  Sargent  and  Co. ) ; 
the  observed  phosphorescence  signal  is  plotted  versus  time. 
The  recorder  is  calibrated  v;ith  a  time  mark  generator  for 
an  accurate  tine  base.   A  log  converter  could  have  been 
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used  between  the  signal  averager  and  the  recorder  to  produce 
a  straight  line,  vrith  the  slope  inversely  proportional  to 
the  lifetime,  rather  than  an  e:q)onential  decay;  however, 
this  refinement  was  not  deemed  necessary  for  the  present 
studies. 

The  flashlamp  pov;er  supply  is  triggered  "by  a  signal 
from  the  signal  averager  at  the  beginning  of  each  observa- 
tion cycle,  and  the  two  are  interfaced  with  a  small 
impedance  matching  device.   The  electronic  diagram  of  this 
system  is  given  in  Figure  6, 

Instrumental  Procedure 

The  events  occurring  during  one  excitation  and 
observation  cycle  are  illustrated  in  Figure  7*   The  signal 
averager  initiates  the  cycle  with  a  trigger  pulse  to  the 
flashlamp  power  supply.   During  the  time  width  of  the  flash, 
t-., phosphors  in  the  sample  aj?e  elevated  to  the  triplet 
state,  as  evidenced  by  their  phosphorescence  and  represented 
by  the  dashed  line.   When  the  flash  terminates,  the 
phosphorescence  intensity  decays  exponentially.   After  a 
preset  delay  time,  ti  (initiated  at  the  beginning  of  the 
flash,  unlike  t,  in  Equations  11  through  15)  the  signal  is 
monitored  for  some  chosen  time,  t  ,  and  then  a  delay  after, 
t  ,  is  used  to  lengthen  the  cycle  if  needed.   This  cycle  is 
repeated  for  tiie  necessary  number  of  sv;eeps,  and  the 
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Fig.  6. -Circuit  diagram  of  the  impedance  matching  device 
between  the  signal  averager  and  the  flashlamp 
power  supply. 


T=D^0D5  transistor 

R  =10  K 

C  =  .001  F 

V  =+  9V  (dry  cell) 
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Fig.  7. -Diagram  of  the  events  that  occur  during  one  cycle 
of  excitation  and  observation  for  pulsed  source 
tine  resolved  phosphorimetry. 


t^  =  Plash  duration 

t  =  Delay  between  excitation  flash  and  observation 
d 

t",  =  Delay  between  initiation  of  flashlamp  dis- 
charge  and  observation  time 

t   =  Observation  time  (sweep  time) 

t   =  Delay  after  observation 
a       "^ 

t_  =  Total  cycle  time 
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resulting  "averaged"  decay  curve  is  plotted  by  the  recorder 
for  subsequent  data  reduction. 

The  delay  before  the  observation  time  is  necessary 
to  eliminate  initial  scatter  associated  with  the  flash  or 
to  minimise  luminescence  signals  due  to  fluorescence  or 
fast  phosphorescence  when  measuring  a  phosphor  with  a  long 
lifetime;  this  delay  is  at  least  0.32  ms.   The  sweep  time 
used  for  proper  lifetime  determination  should  be  at  least 
5  XT'.   This  allows  the  phosphorescence  intensity  to  decay 
to  within  2  per  cent  of  zero  luminescence,  which  is  neces- 
sary to  establish  an  accurate  baseline  for  the  lifetime 
calculations.   It  is  possible  to  adjust  the  sweep  time  to 
measure  fast  phosphors  in  the  presence  of  longer  decaying 
species.   The  observation  time  in  this  case  should  be  at 
least  five  times  the  lifetime  of  the  short  phosphor,  but 
need  only  be  long  enough  to  establish  a  straight  line  portion 
for  the  long-lived  phosphor  in  order  to  allow  subtraction 
of  the  phosphorescence  of  long-lived  species  from  the  total 
phosphorescence  signal  at  the  various  delay  times. 

The  delay  after  is  used  to  maintain  the  flash  rate 
below  0.3  Hz  and  to  allovr  the  phosphorescence  signal  to 
decay  to  near  zero  so  that  the  initial  intensity  does  not 
steadily  increase  with  successive  excitation  flashes.   For 
accurate  quantitative  work,  the  total  cycle  time  should 
always  be  at  least  five  times  the  lifetime  of  the  longest 
lived  phosphor. 
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Data  Reduction 

Various  methods  of  data  reduction  for  time  resolution 
of  single  and  multicomponent  mixtures  have  been  described  by 
Fisher  [351.  Only  the  methods  employed  in  this  work  v/ill  be 
described  here, 

A  typical  recorder  tracing  of  the  phosphorescence 
signal  as  a  function  of  time  is  illustrated  in  Figure  8. 
By  drawing  a  smooth  curve  through  the  tracing,  average  values 
at  various  delay  times  can  be  plotted  on  semi-logarithmic 
graph  paper,  as  shown  in  Figure  9.   The  initial  intensity, 
Iq,  is  measured  by  extrapolating  the  straight  line  of  the 
semi-logarithmic  curve  back  to  t  =  0.   The  lifetime  T 
is  equal  to  the  time  it  takes  for  the  phosphorescence  signal 
to  change  from  I^  to  56.8  per  cent  of  I^.   The  points  of 
decay  of  a  single  component  solution  may  also  be  fitted  to 
an  exponential  curve  of  the  form  y  =  y^e^^  (compare  to 
Equation  ^)  by  a  calculator  (Vang  600  Series,  Wang  Labora- 
tories, Inc.,  Tewksbury,  Mass.)  to  determine  I   (y  )  and 
T^(-  5-);  this  method  was  used  to  determine  the  phosphores- 
cence lifetimes  of  the  compounds  of  interest,  and  to 
calculate  the  initial  phosphorescence  intensities  of  stan- 
dard solutions  for  use  in  analytical  curves. 

Multicomponent  curves  were  analyzed  graphically.   A 
decay  curve  of  a  binary  mircture  is  shov/n  in  Figure  10;  the 
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Fig.    10,-Sxperiraental   decay  curve  for  a  binary  nixture 
(morphine   and  codeine   in  ethanol). 
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corresponding  semi-logarittuiiic  plot  is  sliovm  in  Figure  11, 
The  decay  curve  at  large  delay  times  results  in  a  straight 
line  v;hich  can  be  extrapolated  hack  to  t  =  0  to  find  the 
initial  phosphorescence  signal  for  the  long-lived  species. 
When  the  contribution  from  this  component  is  subtracted 
from  the  original  curve,  the  result  is  a  straight  line 
representation  of  the  fast  phosphor.   Again,  extrapola- 
tion back  to  t  =  0  provides  the  initial  phosphorescence 
signal  for  the  short-lived  component.   The  respective  life- 
times are  determined  from  the  proper  straight  line  sections. 
When  the  lifetimes  of  the  tv;o  components  are  quite  similar, 
as  with  morphine  and  codeine  in  this  example,  then  the 
measured  lifetimes  may  be  in  error.   The  effect  of  this 
error  on  the  calculated  initial  phosphorescence  intensity 
and  therefore  on  the  quantitative  results  is  best  determined 
by  calculation  of  relative  percent  error  of  a  determination; 
this  is  discussed  in  a  later  section.   For  a  ternary 
mixture,  this  deletion  procedure  is  repeated. 

Because  the  curve  fit  method  is  used  for  lifetime 
calculations  as  well  as  for  the  determination  of  initial 
intensity  of  standard  solutions,  v.^hile  the  graphical  method 
is  used  for  the  calculation  of  the  initial  intensity  of 
components  in  mixtures  for  comparison  xvith  these  standards, 
it  is  important  to  knov/  how  the  two  methods  correlate.   In 
Table  2  the  initial  intensities  and  lifetimes  obtained  by 
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TABLE  2 

COI'IPARISOIT   OF   CURYE  FIT  A2TD   GRAPHICAL  KETHODS   FOR  DATA 

REDUCTION 


C 


Percent 

Error 


r 


c 


Percent 
Error 


Curve  fit   55.^    6.6     11.0     .81     .03      3.5 
Graphical   55.9    6.7      12.^     .85     .05^     ^.1 


The  number  of  sv;eeps  v;as  8  for  each  case.   The  component 
measured  was  quinine  (0.092  mg/ml  in  chloroform). 


I  =  Initial  phosphorescence  intensity 
0"  =  Relative  stsuidard  deviation 
T  =  Phosphorescence  lifetime 
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the  curve  fit  and  graphical  methods  for  quinine  (.092  mg/ml 
in  chloroform)  are  comparable  by  both  methods.   The 
graphical  method  offers  the  advantage  of  visibly  indicating 
any  nonexponential  character  of  a  decay. 

Quantitative  analysis  is  accomplished  by  comparing 
the  initial  intensity  of  the  unknov/n  to  a  standard  plot  of 
initial  intensities  versus  concentration  (measured  in  the 
same  manner  as  the  unknov/n),  as  determined  for  single 
coraponent  standards.   In  this  procedure,  it  is  assumed  that 
the  compounds  in  a  mixture  act  independently. 

Drugs  and  Hea~orits 

■  ■■     W   I.I         -      hJ   I  —  —  »  ■! 

The  drugs  used  in  this  study  were  reagent  grade 
(Applied  Science  Labs,  Inc.,  State  College,  Pennsylvania); 
all  drugs  were  ordered  in  accordance  v;ith  3IIDD  regulations 
and  v;ere  used  as  received.   Of  the  drugs  ordered,  those 
found  to  be  phosphorescent,  and  thus  suitable  for  this 
work,  are  illustrated  in  Figure  12. 

Phosphorimetric  quality  anhydrous  ethanol  was  pre- 
pared in  the  laboratory  according  to  the  procedure  outlined 
in  Appendix  II.   The  chloroform  is  Certified  A.C.S.  Spectra- 
analyzed  (Fisher  Scientific  Company,  Fair  Lav/n,  Nev;  Jersey), 
and  was  distilled  once  on  a  glass  bead  packed  6  ft  column 
to  eliminate  some  of  the  phosphorescence  background.   The 
eth^vl  ether,  anhydrous  (Mallinckrodt  Chemical  Vorks, 
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St.  Louis,  Missouri),  and  cyclohexane  (Hatheson  Colezaaii  and 
Bell,  Los  Angeles,  Calif.)  were  used  as  received.   The  EPA 
used  was  a  comnercially  prepared  mixture  (American  Instru- 
ment Co.). 

Stock  solutions  were  prepared  by  weighing  a  1  mg 
portion  of  the  appropriate  dru^,  and  filling  with  solvent 
to  the  mark  in  a  5  or  10  ml  volumetric  flask.   Though  these 
small  flasks  could  contribute  to  rhe  error  of  analysis,  they 
were  used  because  a  very  limited  amount  of  each  drug  was 
available.   Serial  dilutions  for  standard  determinations 
were  made  for  each  drug. 


CHAPTER  IV 
RESULTS  AlTD   DISCUSSION 

Noise  a.id  Precision 

The  detection  linit  and  accuracy  of  an  analytical 
method  depends  largely  on  the  noise  encountered  in  the 
measurement,  an.d  the  precision  with  which  measurements  can 
be  accomplished.   Noise  levels  of  this  experimental  system 
were  measured  in  the  absence  of  sample  or  source  irradiation, 
and  were  found  to  be  appreciable.   In  Figure  13  the 
measured  peak-to-peak  noise  level  is  shovm  at  various 
values  of  the  differential  amplifier  and  load  resistor; 
512  sweeps  v/ere  performed  by  the  signal  averager.   As  ex- 
pected, the  noise  level  increases  x-dth  increasing  amplifi- 
cation, but  it  is  not  linear,  as  the  increase  in  signal  is 
assumed  to  be.   Noise  is  the  main  limitation  in  achieving 
lo\i   detection  limits,  but  Figure  13  shov.'s  that  the  relative 
signal  to  noise  ratio  is  slightly  better  at  higher  amplifi- 
cation. 

The  major  portion  of  the  noise  is  due  to  dark  current 
shot  noise  from  the  photo  detector  and  amplifier  drift 
and/or  pickup  noise.   In  Pigure  14,  the  significance  of  the 
instrumental  noise  level  to  an  analysis  is  shovm.   An 
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(B)  Load  Resistance, 
10          ^5 
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(A)  Amplification,  V 


Fig,  13. -Variation  in  peali  to  peak  noise  levels  v;ith  in- 
creasing amplification  and  load  resistance. 

Curve  A:   55   load  resistance,  varying  amplification. 
Curve  3:   500V  amplification,  varying  load  resistance. 
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analytical  decay  curve  of  ethyl  morphine  (0.0052  mg/ml  in 
ethanol)  is  compared  to  the  sourceless  noise  level.   There 
is  no  significant  contribution  to  the  noise  by  the  source 
or  sample  Vciriations, 

In  determining  the  lov/est  concentration  level 
detectable  by  an  instrumental  system,  the  important  con- 
sideration is  the  signal  to  noise  ratio,  S/IT.   The  limit 
of  detection  is  commonly  defined  as  the  concentration  of 
species  which  provides  a  signal  equal  to  twice  the 
peak-to-peak  noise  level  observed.   For  a  given  solution, 
the  theoreticaj-  improvement  in  S/N  with  increasing  sv/eep 
counts  on  the  signal  averager  (N)  is  shovm  in  Figure  15, 
curve  A,   Also  shovm  in  Figure  15,  curve  B,  is  the  S/II 
improvement  for  ethyl  morphine  (0.056  mg/ml  in  ethanol)  with 
increasing  sweep  counts.   The  improvement  for  the  sample  is 
thus  not  ideal. 

An  increase  in  the  number  of  sweeps  does  reduce  the 
noise  level  but  by  less  than  vflf,  where  N  is  the  number  of 
sweeps.   There  are  disadvantages  to  extending  the  analysis 
time  by  increasing  sweep  counts.   The  time  of  analysis  could 
become  unreasonably  long,  especially  in  the  case  of  slow 
phosphors.   'The  flash  lamp  has  a  limited  lifetime,  and  is 
rather  expensive.   Also,  over  a  large  number  of  sweeps,  the 
lamp  intensity  v;ould  change  (as  the  lamp  ages)  making  suc- 
cessive analyses  imprecise. 
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Curve  A:   Tlaeoretical  (nTn)  improveraent  in  S/N. 

Curve  3:   S/N  improvement  for  ethyl  morphine 
(0.056  mg/ml  in  ethanol). 
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In  Figures  16  and  1?  the  increase  in  S/N  with,  in- 
creasing concentration  is  illustrated  for  amobarbital  in 
chloroform,  and  for  phenoharbital  in  chloroform.   If  the 
number  of  sweeps  were  the  sane  for  all  concentration  levels, 
the  curves  would  be  linear,  and  a  limit  of  detection  for 
each  species  could  be  calculated  by  an  extrapolation  of  the 
line  to  S/IT  =  2.   However,  in  this  study,  N  was  increased 
for  the  lov/er  concentrations  in  order  to  improve  the  pre- 
cision and  so  a  linear  extrapolation  is  not  valid  because 
of  the  uncertain  improvement  in  S/IU      For  meaningful  de- 
tection limit  V  .lues  a  more  detailed  evaluation  of  the 
signal  to  noise  ratio  at  given  sweep  counts  is  necessary. 
This  was  not  ascertained  and  so  detection  levels  for  the 
drugs  used  in  this  study  are  not  given  in  this  work. 

Precision  depends  on  the  same  noise  sources  as  are 
present  in  determining  detection  limits.   Confidence  in  the 
results  of  amy  analytical  technique  requires  that  the  pre- 
cision be  good,  although  good  precision  does  not  necessarily 
insure  good  accuracy.   The  reproducibility  of  measurement 
by  the  experimental  system  used  in  this  v;ork  is  demonstrated 
in  Table  3.   In  part  A,  high  and  low  concentrations  of 
quinine  in  chloroform  (a  snowed  matrix)  and  in  EPA  (a  5:5:2 
volume  ratio  of  ether,  isopentane  and  ethanol  which  forms  a 
clear  glass)  v;ere  measured  several  times,  v/ith  the  results 
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as  sho^rti.   As  expected,  the  lov;er  concentrations  show 
poorer  precision,  because  the  signal  to  noise  ratios  are 
lower. 

Because  a  signal  averager  is  used,  it  is  expected 
that  an  increase  in  the  number  of  sv;eeps  would  improve 
precision.   This  is  indicated  in  part  B  by  the  improvement 
of  precision  with  an  increase  from  16  sweeps  to  52,  re- 
sulting in  about  the  same  relative  standard  deviation  as 
in  part  A.   Although  it  is  reasonable  to  expect  further 
increase  in  precision  with  an  increase  in  the  number  of 
sweeps,  this  is  not  always  desirable  because  time  of 
analysis  becomes  significant  at  long  observation  times  when 
a  large  number  of  sv;eeps  are  made,  and,  as  already  indicated, 
noise  levels  in  measurement  may  still  be  significant  at  high 
sweep  counts. 

Quantitative  Analysis  of  Mixtures  via  Time 

Resolved  Pho3 jhorimetry 

The  purpose  of  this  study  is  to  show  how  time  re- 
solved phosphorimetry  can  be  applied  to  the  measurement  of 
drug  mixtures.   The  drugs  chosen  to  demonstrate  quantitative 
analysis  of  binary  mixtures  are  not  necessarily  the  best 
possible  ones  to  demonstrate  time  resolution  nor  are  the 
mixtures  chosen  comprehensive  in  terms  of  type  of  specific 
mixtures  which  can  be  measured.   These  drugs  do,  however, 
illustrate  that  time  resolution  is  applicable  to  drug 
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analysis  and  can  overcome  difficulties  of  temporally 
separating  spectrally  similar  molecules.   With  pulsed 
source,  time  resolved  piiosphorimetry,  a  mixture  of  drugs, 
whose  phosphorescence  spectra  overlap,  can  be  quantitatively 
determined  without  a  prior  physical  separation  step  neces- 
sary for  conventional  phosphorimetry ,  which  v/ould  be  time 
consuming  if  not  difficult  or  impossible  to  accomplish  in 
many  cases.   The  fact  that  a  physical  separation  step  is 
not  needed  prior  to  analysis  is  the  major  advantage  of  this 
technique. 

In  time  jJesolution  phosphorimetry  it  is  first  neces- 
sary to  measure  the  spectra  and  lifetime  of  the  phosphores- 
cence of  each  species  present  in  the  sample.   From  this 
data,  it  is  apparent  which  drugs  can  be  spectrally  resolved, 
which  can  be  temporally  resolved,  and  which  can  be  resolved 
by  a  combination  of  these  techniques.   The  phosphorescence 
emission  spectra  are  illustrated  in  Figure  18.   Because 
phosphorescence  spectra  do  not  change  appreciably  with 
changes  in  solvent,  the  phosphorescence  peaks  obtained  v;ith 
chloroform  are  representative  of  the  peaks  obtained  in  the 
other  solvents.   The  lifetimes,  however,  vary  significantly 
v/ith  a  change  in  the  matrix,  as  shov/n  in  Table  ^. 

A  third  important  consideration  in  time  resolution 
studies  is  the  relative  phosphorescence  signals  of  the 
components  being  analyzed.   For  the  best  results,  the 
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Fig.  18. -Phosphorescence  emission  spectra  of  drugs  in 
chloroform  shov:ing  peaii  positions. 


5^ 


TABLE  ^■ 
PH03?H0H3SCE::CE  LI^E'I'II-IES  (s)  of  DHUG3  IIT  VARIOUS  SOL^/EITTS 


Emission 

Drug 

pealc,  nm 

EPA 

EA 

C 

CH 

DEE 

Fleperidine 

590 

- 

- 

.55 

- 

- 

Anphet amine 

590 

5.9 

7.5 

.52 

ins 

ins 

He thamphe t amine 

595 

ins 

9.6 

.55 

ins 

ins 

Amobarbital 

^00 

.0015 

.0016 

.0015 

ins 

.0016 

Cocaine 

^15 

2.2 

2.^ 

.82 

- 

2.2 

Ph  en  ob  ar  b  i  t  al 

585 

1.8 

1.65 

.77 

ins 

1.7 

Procaine 

^4-45 

ins 

2.9 

1.^5 

ins 

ins 

Quinine 

515 

1.0 

1.1 

.85 

ins 

ins 

Ethyl  morphine 

510 

.0^5 

.Oi^O 

.055 

ins 

ins 

Morphine 

510 

.028 

.020 

.01^ 

ins 

ins 

Codeine 

515 

.O'J-O 

.059 

.028 

.0^1 

.0^1 

EPA  =  5:5:2  voluiae  ratio  of  ether,  isopentane,  ethanol 

EA  =  anhydrous  ethanol 

C   =  chloroform 

CH  =  cyclohexane 

DEE  =  diethyl  ether 

ins  =  Drug  was  at  least  partially  insoluble  in  the 
solvent,  and  so  was  not  run. 
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phosphoresceace  signal  of  the  components  being  measured 
stLOuld  be  about  the  sane,  because  the  species  with  small 
phosphorescence  signals  compared  to  the  other  will  be  lost 
in  the  noise  of  the  observed  phosphorescence  signal.   The 
relative  initial  phosphorescence  intensities  of  the  drugs 
in  the  various  solvents  are  shovm  in  Table  5. 

Quinine,  morphine,  ethyl  morphine,  and  codeine 
exhibit  severe  overlap  of  emission  spectra,  and  all 
combinations  of  these  four  drugs  are  temporally  resolvable 
except  codeine  and  ethyl  morphine.   The  best  results  v;ould 
probably  be  attained  in  erhanol  solvent,  because  the  life- 
time differences  are  comparable  to  those  in  chloroform  and 
greater  than  in  EPA,  but  the  relative  intensity  for 
morphine  is  higher  in  ethanol.   Analytical  curves  for 
several  drugs  in  chloroform  and  ethanol  are  shown  in  Figures 
19  and  20.   The  lower  sensitivity  of  morphine  in  chloroform 
results  in  a  lower  slope  of  the  analytical  curve;  this  could 
be  due  to  some  quenching  effect.   Time  resolution  of 
morphine  from  a  mixture  of  codeine,  morphine  and  ethyl 
morphine  is  also  possible,  as  sho^im  in  Table  6. 

Time  resolution  of  morphine  in  a  mixture  of  morphine 
and  ethyl  morphine,  and  morphine  in  a  mixture  of  morphine 
and  codeine  illustrates  the  usefulness  of  the  technique 
with  phosphors  having  similar  lifetimes.   These  results 
also  illustrate  the  usefulness  of  time  resolution 
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TABLE   5 

A  COI'IPARISOII   0?  THE  RELATIVE  IITITIAL  PHOSPHORESCENCE 
INTENSITIES   OF   SELECTED  DRUGS   IN  VARIOUS   30LVSLITS 

Log  Iq,    arbitrary  units:  SA  C  DEE  EPA 


AmT^hetninine 

5 

n- 

- 

5.5 

Methamphetamine 

2,8 

n- 

- 

- 

Amobarbital 

6 

6 

5.6 

6 

Cocaine 

^.6 

5.5 

^ 

^ 

Phenobarbital 

3 

^.6 

5 

^.6 

Procaine 

4 

4 

- 

- 

Quinine 

5.95 

^.5 

- 

4 

Ethyl  morphine 

5.7 

5.5 

- 

5.3 

Morphine 

5.7 

2 

- 

4 

Codeine 

5.8 

5.7 

- 

5.5 

EA  =  Ethanol 

C  =  Chloroform 

DES=  Diethyl  ether 

EPA=  5:5:2  volume  ratio  of  ether,  isopentane  and 
ethanol 
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Concentration,  mg/ml 


Pig.  19. -Analytical  curves  for  (A)  Amobarbital ,  (B) 

Quinine,  (C)  Cocaine,  (D)  Morphine,  in  chloroform. 


53 


Concentration,  ng/ml 


Fig.  20. -Analytical  curves  for  (A)  Codeine,  (3)  Ethyl 
Horphine,  and  (C)  Morphine,  in  ethanol. 
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TABLE  6 

RESULTS  OF  QUANTITATIVE  ANALYSIS  C?  DRUGS  BY  PULSED  SOURCE, 

TIME  RESOLVED  PHOSPHORIMETRY 


Amount    Amount 

Present   Pound     Relative  Percent 
Mixture   Solvent   (n^^Ml)        (m:~/nl)      Error 


A. 


B. 


C. 


D. 


Morphine 

EA 

0.057 

0.068 

1.6 

Codeine 

EA 

0.025 

0.022 

^.3 

Morphine 

EA 

0.11 

0.12 

9.0 

Ethyl 
morphine 

EA 

0.052 

0.0^»-2 

20.0 

Morphine 

EA 

0.11 

0.16 

45 

Codeine  + 
Ethyl 
morphine 

EA 

- 

- 

- 

Morphine 

EA 

0.16 

0.16 

0 

Quinine 

EA 

0.062 

0.058 

7.0 
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phosphorinetry  for  the  analysis  of  drugs  and  drug  metabo- 
lites in  the  presence  of  each  other  (codeine  and  ethyl 
morphine  axe  hoth  metabolites  of  morphine). 

Time  resolution  of  a  short  and  long-lived  species 
is  illustrated  by  the  analysis  of  morphine  and  quinine. 
This  particular  combination  also  has  a  potential  practical 
application  because  quinine  is  used  as  a  diluent  for 
heroin;  morphine, being  the  immediate  metabolic  product  of 
that  drug,  in  vivo,  if  adequately  separated  from  urine, 
could  be  determined  in  the  presence  of  the  quinine  v/hich 
is  most  likely  extracted  along  with  the  morphine, 

Amobarbibal  ajid  phenobarbital  overlap  enough  to 
prevent  spectral  isolation;  hov;ever,  time  resolution  can  be 
used  to  determine  both  barbituates.   Conversely,  it  would 
be  desirable  to  time  resolve  amphetamine  and  methamphet amine, 
but  their  lifetimes  do  not  differ  enough  in  any  of  the 
solvents  used  to  allow  it.   Cocaine  and  phenobarbital 
similarly  do  not  shov;  a  great  enough  difference  in  lifetimes 
to  allow  a  temporal  resolution.   If  they  did,  it  could  be 
done  at  the  point  of  maximum  overlap  betv^een  the  tv:o  peak 
emission  wavelengths,  or  at  each  emission  peak  to  maximize 
the  signal  of  interest  vfhile  at  the  same  time  eliminating 
a  portion  of  the  "interf erent. " 

A  combination  of  spectral  and  temporal  resolution 
analysis  is  shovm.  in  Table  7.   Although  it  is  possible  to 
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TABLE  7 

RESULT  0?  QUAIITITATIVE  ANALYSIS  OF  DRUGS  BY  PULSED  SOURCE, 
TIME  RESOLVED  PHOSPHORIMETRY,  WITH  SPECTRAL  ISOLATION 


Amount  Amount 

Present  Found  Relative  Percent 

Mixture     Solvent   (ng/nl)  (ng/nil)      Error 

Morphine       0       0.058     0.0^2         10 
Cocaine        C       0.021     0.018         14 
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perform  a  quantitative  analysis  bj  spectral  isolation  alone, 
the  measurement  of  the  phosphorescence  lifetime  provides 
additional  qualitative  information  if  the  nature  of  the 
drug  is  unknovm.   Measurement  of  a  none:cponential  decay  at 
a  given  wavelength  could  also  show  that  more  than  one  drug 
species  is  present  in  the  measured  sample. 

Qualitative  Analysis  via  Time  I?esolved  Phosphorimetry 

Because  excitation  and  emission  spectra  and  phosphores- 
cence lifetimes  of  a  molecule  in  a  given  environment  are 
characteristic  of  that  molecule,  and  because  these  parameters 
may  change  to  a  different  degree  for  different  molecules 
with  a  change  in  environmental  conditions,  time  resolved 
phosphorimetry  could  be  a  useful  technique  for  molecular 
identification.   From  an  examination  of  Table  ^,  it  is 
obvious  that,  of  these  drugs,  any  single  component  sample 
could  be  identified  qualitatively  v/ith  spectra  and  lifetime 
data  except  for  meperidine  and  the  amphetamines,  and  ethyl 
morphine  and  codeine.   (It  could  v/ell  be,  hov/ever,  that 
with  an  extension  of  solvent  data,  these  combinations  would 
be  resolvable  and  therefore  identifiable  under  some  other 
environmental  conditions.)   Furthermore,  qualitative 
analysis  could  be  accomplished  on  multicomponent  samples 
as  long  as  the  species  are  spectrally  and/or  temporally 
resolvable. 
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As  an  exanple  of  the  feasibility  of  drug  identifica- 
tion by  time  resolved  phosphorinetry,  a  qualitative  unlinovm 
(prepared  by  a  colleague)  was  analyzed  and  found  to  contain 
procaine  and  quinine.   The  emission  spectrum  shows  peaks  at 
4^5  nm  and  510  nm.   The  lifetime  of  the  species  at  510  nm 
was  found  to  be  0.83  s  and  was  1,^5  s  at  ^^5  nm.   In  addi- 
tion to  procaine  and  quinine,  the  sample  also  contained 
morphine,  but  at  a  lower  concentration  than  the  quinine. 
Because  the  relative  intensity  of  morphine  is  much  lower 
than  quinine  in  chloroform,  the  morphine  signal  is  not 
visible  and  its  presence  went  undetected.   This  points  out 
a  limitation  of  time  resolved  instrumentation  for  qualita- 
tive and  quantitative  v/ork.   Minor  components  will  not  be 
easily  seen  unless  they  happen  to  be  well  isolated  spectrally. 

A  second  unknovm  mixture  was  found  to  contain 
quinine,  procaine,  and  a  component  that  did  not  fit  any  of 
the  data  in  Table  ^  (\   =  ^30,  T=  1.6  s).   This  third 
component  turned  out  to  be  caffeine,  and  would  have  been 
identifiable  had  the  data  for  it  been  catalogued.   It  is 
likely  that  for  qualitative  work  (such  as  on  drug  tablets 
in  a  state  laboratory),  the  information  on  all  (or  most)  of 
the  possible  components  will  be  at  hand,  so  that  this  would 
not  be  a  major  problem.   This  sample  also  contained 
morphine,  v/hich  \ras   not  detected  for  the  same  reasons  given 
above. 
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An  important  consideration  for  "both,  qualitative  and 
quantitative  analysis  is  that,  if  a  component  does  not 
phosphoresce,  or  does  so  weakly,  it  v;ill  not  interfere, 
unless  its  concentration  is  large  enough  to  cause  pre- 
filter  effects  in  ahsorotion. 


CHAPTER  V 
SOTH-IARI  AIID  FUTURE  V/ORK 

A  pulsed  source  phosphor imeter  has  been  described  and 
its  use  for  qualitative  and  quantitative  analysis  of  drugs 
in  single  and  multicomponent  mixtures  has  been  demonstrated. 
This  system  offers  the  advantages  that  both  qualitative 
identification  and  quantitative  determinations  may  be  per- 
formed on  certain  compounds  v;ithout  prior  physical  separation 
by  use  of  spectral  and  temporal  resolution  under  various 
environmental  conditions, 

A  flashlamp  v/as  utilized  as  the  excitation  source  in 
the  experimental  system.   Spectral  isolation  of  the 
components  of  interest  was  accomplished  by  a  monochromator. 
A  signal  averager  v/as  employed  to  monitor  the  phosphores- 
cence intensity  as  a  function  of  time.   The  initial 
phosphorescence  intensity  and  the  phosphorescence  lifetime 
were  determined  from  a  plot  of  the  log  of  the  measured 
intensity  versus  time.   Temporal  resolution  was  performed 
by  a  graphical  delineation  of  components  and  subsequent 
determination  of  individual  intensities  and  lifetimes, 
Quantitation  is  achieved  via  the  proportional  relationship 
betv.'een  the  initial  phosphorescence  intensity  and  the  concen- 
tration of  the  species  in  solution. 
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There  is  much  yet  to  be  done   v;ith  this  system.   The 
noise  level  of  the  time  resolved  phosphorimeter  is  unusually 
high.   An  optimization  of  this  system  v;ith  respect  to  noise 
levels  would  result  in  much  improved  limits  of  detection. 
An  investigation  into  the  application  of  this  technique  to 
real  samples,  whether  they  "be  the  qualitative  identification 
or  pure  or  mixed  drug  forms  (as  tablets  and  powders)  or  the 
quantitative  analysis  of  drug  levels  in  human  fluids,  is  a 
logical  extension  of  this  study.   Also  a  study  on  variations 
of  the  pulsed  source  technique  with  instrumentation  improve- 
ments (greater  irradiance  of  the  sample  by  means  of  mirrors 
behind  the  source,  or  specific  cycle  programming  to  opti- 
mize the  procedure  for  a  particular  component)  would  improve 
sensitivity  and  selectivity  of  the  method.   The  use  of  a 
computer  for  data  reduction  would  facilitate  numerical 
computations. 

Dedication  of  this  technique  to  a  specific  analytical 
problem  could  allov;  the  simplification  of  instrumentation, 
with  an  appropriate  reduction  in  coot.   This  method  v;ould 
then  be  more  commercially  feasible,  although  it  is  a 
powerful  research  tool  as  it  is. 
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APPSITDIX  I 
General  Theorv  of  Flashlamt)  OTDeration 

A  flashlamp  converts  electrical  energy  into  radiant 
energy  by  discharging  a  high  voltage  capacitor  through  a 
tube  of  inert  gas.   Xenon  is  used  most  often  as  the  fill  gas 
because  it  has  a  high  cross-sectional  area  for  efficient 
collisional  excitation  by  high  speed  electrons,  and  low 
excitation  and  ionization  potentials. 

Flashlamps  emit  high  spectral  irradiance  in  the 
visible  and  ultraviolet  regions.   Thus  they  have  considerable 
analytical  utility  in  luminescence  spectrometry  because  most 
luminescent  species  absorb  in  the  ultraviolet  region. 

The  electrical  discharge  is  initiated  by  a  high 
voltage  trigger  pulse.   The  energy  dissipated  is  given  by 

J  =  I  C  7^  (A-1) 

where  J  is  in  joules,  C  is  the  capacitance  in  pF ,  and  V  is 
the  voltage  in  kV.   The  duration  of  the  flash  is  given  by 

t^  =  ^  R^C  (A-2) 

where  t^  is  the  duration  time,  C  is  again  capacitance,  and 

R^  is  the  effective  ar'C  resistance,  \-7hich  depends  on  arc 

length,  tube  diameter,  type  an.d  pressure  of  the  fill  gas, 

and  the  voltage. 
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Xenon  flash  tubes  with  a  quartz  envelope  have  an 
effective  color  temperature  of  about  7,000°  K,  as  do  DC 
xenon  arcs,  but  the  emissivity  is  much  greater,  especially 
at  the  peak  of  the  flash. 


APPENDIX  II 
Preparation  of  PhosDhorinetrically  Pure  Sthanol 

Phosphorisietrically  pure  anhydrous  ethanol  is  necessary 
in  order  to  obtain  good  analytical  results,  free  from  an 
interfering  background.   Comnercially  prepared  absolute 
ethanol  is  unsuitable  because  it  contains  interferents 
either  as  a  result  of  the  preparation  method  (as  with  a 
benzene  azeotrope)  or  due  to  phosphorescing  denaturants. 

A  modification  of  the  Lund  and  BJerrum  method  [393 
for  the  preparation  of  anhydrous  alcohols  was  employed  to 
prepare  phosphorimetrially  clean  anhydrous  ethanol.   Into 
a  2  1  round  bottom  flask  is  placed  1,5  1  of  95  per  cent 
ethanol,  10  g  or  more  of  magnesium  turnings,  and  several 
g  of  iodine.   The  mixture  is  refluxed  for  at  least  6  h 
during  which  time  the  water  is  converted  to  HgCOH)^*  v^ith 
the  evolution  of  hydrogen  and  the  formation  of  the 
hydroxide  quite  visible.   The  reaction  is  as  follovrs, 
Mg  +  2  EtOH  =  H2  +  Iig(0Et)2  5 
Mg(0Et)2  +  2H2O  =  Mg(0H)2  +  2StOH   . 
The  magnesium  must  be  kept  in  excess.   The  iodine  catalyzes 
the  reaction  and  is  reduced  during  the  refluzcing. 

After  refluxing,  the  alcohol  is  distilled.   The  middle 
cuts  sho\i   an  appreciable  decrease  in  phosphorescence  back- 
ground, 
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